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Abstract 

In this work, carbon paste electrode (CPE) and carbon paste electrode modified with gold 

nanoparticles (AuNPs/CPE) were employed with rapid direct anodic square wave voltammetry 

(SWV) for macrolide antibiotics erythromycin ethylsuccinate (EES), azithromycin (AZI), 

clarithromycin (CLA) and roxithromycin (ROX) determination. The surface of working 

electrodes were morphologically characterized by scanning electron microscopic (SEM) 

measurements whereby the presence of randomly distributed AuNPs of 10 nm diameter size on 

CPE surface was confirmed by energy dispersive spectrometer (EDS). SWV determination of 

four macrolide antibiotics using CPE was performed in aqueous Britton-Robinson buffer 

solutions (pH 2.0 to 11.98) showing that oxidation signals strongly depend upon pH (at pH ≥ 6) 

and exhibited the most favorable characteristics at pH 8.0 in the case of EES and pH 11.98 in the 

case of AZI, CLA and ROX. Under optimized conditions, the SWV method using CPE enables 

determination of all investigated macrolide antibiotics in low µg mL-1 concentration ranges with 

relative standard deviations (RSDs) lower than 6% and achieved detection limits (LODs) as 0.18, 

0.045, 1.43 and 0.30 µg mL-1 for EES, AZI, CLA and ROX, respectively. In the case of AZI and 

ROX, it was demonstrated that the use of AuNPs/CPE as working electrode could additionally 

improve the results obtained with the SWV method concerning exhibited sensitivity, 

reproducibility and linear concentration range, due to the electrocatalytic properties of 

synthesized AuNPs. The optimized experimental parameters with the use of SWV method and 

CPE or AuNPs/CPE were successfully applied for determination of ROX and AZI in their 

pharmaceutical preparations Runac® and Hemomycin®, respectively. The reliability of the 

elaborated procedures and thus the accuracy of the obtained results were validated by comparing 

them with those obtained by means of HPLC-DAD measurements. 

 

Keywords: macrolide antibiotics; square wave voltammetry; carbon paste electrode; gold 

nanoparticles; pharmaceutical preparations 
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1. Introduction 

The macrolide antibiotics are of great significance in medicine and in the clinical 

practice. Among them, erythromycin (ERY), azithromycin (AZI) and clarithromycin (CLA) have 

important role for treatment of respiratory tract infections [1, 2]. Thanks to many important 

biological properties such as antibacterial and antifungal activities, good cell penetrance, anti-

inflammatory and immunomodulatory effects, macrolides are widely used in human and 

veterinary medicine [3-7]. The antimicrobial action of these antibiotics is based on the reversible 

binding to the 50S subunit of the bacterial ribosome which results in the blockage of peptide 

chain elongation i.e. inhibition of protein synthesis [6]. The first discovered macrolide antibiotic, 

ERY [1] is a precursor in a synthesis of other semisynthetic macrolide antibiotics such as AZI, 

CLA and roxithromycin (ROX) [8]. They contain lactone ring (12 to 16 carbon atoms) with one 

or more deoxy sugars linked via glycoside bonds in their structure. Instability of ERY in acidic 

media requires its derivatization in term of esterification or addition of salts. Therefore, the most 

commonly used esterified forms of ERY in clinical practice are erythromycin ethylsuccinate 

(EES) and erythromycin estolate [9]. Structural changes of AZI (Fig. 1B), CLA (Fig. 1C) and 

ROX (Fig. 1D) in comparison with structure of ERY (Fig. 1A) lead to better stability of these 

three macrolides in acidic media which improve their pharmacokinetic properties [10-12]. Beside 

their use for the treatment of respiratory tract infections [7, 13], ERY, AZI and CLA can be 

applied for skin and soft infections, as well. Additionally, AZI and CLA have found application 

for prevention and treating disseminated M. avium complex disease of HIV-infected patients [7]. 

 

Fig. 1. Molecular structure of erythromycin (A), azithromycin (B), clarithromycin (C) and 

roxithromycin (D). 

 Macrolide antibiotics belong to the safest antibacterials because they are less toxic and 

the allergic reactions are very rare compared to other antibiotics [6]. The most common side 

effects of ERY, AZI, CLA and ROX are gastrointestinal disturbances [7, 14-16]. But, in general, 

incorrect use of all antibiotics can lead to resistance which is the most serious threats to human 
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health [16] and in the case of macrolide antibiotics it increased between 20% and 70% in certain 

parts of the world in the last 5 decades [17]. Because of that there is a need for development of 

reliable analytical methods for monitoring their concentration in different real samples. 

 The most commonly used technique for determination of ERY, AZI, CLA and ROX is 

high performance liquid chromatography (HPLC) coupled with different types of detectors [18-

27]. Besides the highly sophisticated HPLC, electrochemical techniques have proven to be 

suitable for characterization and/or determination of mentioned macrolides [28-47]. So far, the 

mercury based electrodes and renewable silver-amalgam film electrode (Hg(Ag)FE) were 

successfully employed for determination of ERY, EES, CLA, AZI and ROX [28-34] based on 

their reduction while the gold and different carbon based electrodes such as glassy carbon and 

carbon paste electrodes (CPE) in the unmodified or modified form were used for characterization 

and/or determination of macrolides based on their oxidation [35-47]. In the Table 1 are given 

brief overview of applied methods and working electrodes together with obtained results for 

determination of ERY, EES, AZI, CLA and ROX.  

The carbon paste is convenient electrode material due to its good electrical conductivity, 

low background current, applicability in wide potential range and maybe the most important 

advantage is its ability for simple and fast modification with numerous noble metal nanoparticles 

[48] which can improve the selectivity and sensitivity of the analytical methods. Besides AZI 

[43, 44] the CPE has proved to be applicable for determination of other different antibiotics. In 

unmodified form it was suitable for determination of rifampicin [49], isoniazid [49], adriamycin 

[50], ciprofloxacin [51], lomefloxacin [52], sparfloxacin hydrochloride [52], gatifloxacin [52] 

and etc. while the modified CPE was applied for determination of amoxicillin [53], cefixime 

[54], sulfasalazine [55], selected fluoroquinolone antibiotics [56] and others. It is well known 

that the noble-metal nanoparticles such as gold nanoparticles (AuNPs) have good catalytic [57] 

and unique electronic [58] properties and therefore are widely used for design of different 

electrochemical sensors, as well as for miniaturization of sensing devices to the nanoscale [59]. 

Moreover, the AuNPs modified working electrodes are proven to be suitable for electrochemical 

determination of different organic compounds such as glucose [60-62], caffeine [63], dopamine 

[64-66], serotonin [65], hydrazine [67], epinephrine [68, 69], paracetamol [64], 4-aminophenol 

[64], quercetin [70], uric [66, 71, 72] and ascorbic [71, 72] acids, etc. CPE surface modified with 
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gold nanoparticles (AuNPs/CPE) for the determination of macrolide antibiotics is not tested until 

now. 

Table 1. Voltammetric determination of ERY, EES, AZI, CLA and ROX by different working 

electrodes and methods 

Analyte 
Working 

electrode 
Method pH 

Linear range 

(µg mL
-1

) 
LOD (µg mL

-1
) Ref. 

ERY 
a
HMDE 

b
SW-AdSV 8.0 0.05-0.4 0.0006 28 

ERY HMDE 
c
AdSV 11.6 0.15-0.73 0.01 30 

EES HMDE 
d
LSPM 7.46 10-800 7.5 31 

CLA HMDE 

e
LS-AdCS 

f
SW-AdCS 

8.0 
0.075-0.75

 

0.037-0.3
 

0.022
 

0.011 
32 

EES Hg(Ag)FE 

g
SWV 

SW-AdSV 
7.0 

4.53-29.8
 

0.69-2.44
 

1.36
 

0.21
 33 

AZI Hg(Ag)FE 
SWV 

SW-AdSV 
7.2 

4.81-23.3 

1.0-2.46 

1.44 

0.30 
34 

CLA Hg(Ag)FE 
SWV 

SW-AdSV 
7.4 

1.96-28.6 

0.05-0.99 

0.59 

0.015 
34 

ROX Hg(Ag)FE 
SWV 

SW-AdSV 
7.0 

1.48-25.9 

0.10-0.99 

0.44 

0.03 
34 

ERY 
h
GCE 

second 

differential 
iASV 

9.0 
0.018-0.26 (tacc=90 s) 

0.009-0.18 (tacc=120 s) 
0.004 (tacc=360 s) 35 

ERY 
j
AB/GCE 

k
DPV 7.5 0.15-7.3 0.06 36 

AZI GCE DPV 7.0 1-15 0.7 38 

AZI 
MgCr2O4-

l
MWCNT/GCE 

DPV 7.0 
0.19-3.0 

3.0-7.5 
0.05 39 

AZI 
Polycrystalline-

m
AuE 

n
CV 8.48 235-588 Not reported 40 

AZI GCE 
o
DP-AdSV 6.0 

1.0-10.0 (tacc=60 s) 

0.25-2.0 (tacc=240 s) 

0.29 (tacc=60 s) 

0.11 (tacc=240 s) 
42 

AZI CPE SW-AdSV 4.6 0.000471–0.00707  0.000463
 

43 

AZI 
p
MIP/AB/CPE DPV 7.0 

0.075-1.5 

1.5-15.0 
0.008 44 

ROX AuE 
CV 

DPV 
8.4 

100-654 

  101-476 
Not reported 45 

ROX 
Poly(3,4-

ethylenedioxythi

ophene)-AuE 

CV 7.0 0.067-16.74 0.022 46 

ROX 
r
SWCNT/GCE ASV 7.0 4.19-84 0.42 47 

a
HMDE –  hanging mercury drop electrode, 

b
SWV-AdSV – adsorptive stripping square wave voltammetry, 

c
AdSV – 

adsorptive stripping voltammetry, 
d
LSPM – linear scanning polarographic method, 

e
LS-AdCS – linear-sweep 

adsorptive cathodic stripping voltammetry, 
f
SW-AdCS – square-wave adsorptive cathodic stripping voltammetry, 

g
SWV – square wave voltammetry, 

h
GCE – glassy carbon electrode, 

i
ASV –  anodic stripping voltammetry, 

j
AB – 

acetylene black nanoparticles, 
k
DPV – differential pulse voltammetry, 

l
MWCNT – multiwall carbon nanotubes, 
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m
AuE – gold electrode, 

n
CV – cyclic voltammetry, 

o
DP-AdSV – adsorptive stripping differential pulse voltammetry, 

p
MIP/AB – molecularly imprinted polymer/acetylene black, 

r
SWCNT – single-walled carbon nanotubes. 

 

 In this work, results of investigation of voltammetric behavior of macrolide antibiotics 

EES, AZI, CLA and ROX at unmodified CPE in Britton-Robinson buffer solutions (from pH 2.0 

to 11.98) by SWV are presented. Under the optimized experimental conditions the all 

investigated macrolide antibiotics were quantitatively determined in low µg mL-1 concentration 

ranges. Additionally, the applicability of AuNPs/CPE for direct anodic SWV determination of 

AZI and ROX was examined. The optimized experimental conditions with the use of SWV 

method as well as unmodified CPE and AuNPs/CPE were tested for determination of ROX and 

AZI in pharmaceutical preparations Runac® and Hemomycin®, respectively. 

2. Experimental 

2.1.  Reagents and solutions 

 All chemicals used were of analytical reagent grade. The stock solutions of investigated 

macrolide antibiotics (100.0 µg mL-1) were prepared individually by dissolving the appropriate 

amount of EES, azithromycin dihydrate, CLA and ROX in the mixture of double distilled water 

and methanol in the ratio 80%:20% (V/V) in the case of EES, CLA and ROX and 70%:30% 

(V/V) in the case of AZI, under ultrasound treatment.  

The pharmaceutical preparations of selected macrolide antibiotics i.e. Hemomycin® and 

Runac® (Hemofarm, Vršac, Serbia) declared to contain 250 mg AZI per capsule and 150 mg 

ROX per tablet, respectively, were analyzed as real samples. The solutions of pharmaceutical 

preparations were prepared separately by dissolving of the appropriate mass of Hemomycin® 

capsule or Runac® tablet in the mixture of double distilled water and methanol in the ratio 

70%:30% (V/V) and 80%:20% (V/V), respectively. For voltammetric and HPLC-DAD 

measurements obtained solutions of pharmaceutical preparations were filtered by 0.22 µm 

syringe filters (Kinesis, Reg. Cellulose) and further diluted as required. 

 Britton-Robinson buffer solutions as supporting electrolyte in pH range from 2.0 to 11.98 

were prepared from the mixture of 0.04 mol L-1 boric, phosphoric and acetic acids by adding of 

appropriate amount of 0.2 mol L-1 sodium hydroxide.  
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2.2.  Electrodes and Apparatus 

 Voltammetric measurements were performed at an electrochemical analyzer AUTOLAB 

PGSTAT12 operated via GPES 4.9 software using three-electrode system consisting of saturated 

calomel electrode (SCE) as reference, platinum as auxiliary and unmodified CPE or AuNPs/CPE 

as working electrode. All potentials referred in this work are given as values against the SCE. 

 pH values were measured with a digital pH meter (inoLab® Multi 9620 IDS, Germany) 

using a combined glass electrode. 

Comparative HPLC measurements were performed on an Agilent 1290 Infinity liquid 

chromatograph (Agilent Technologies Inc.), Zorbax Eclipse Plus C18 (2.1 mm x 50 mm, 1.8 μm) 

column (Agilent) and DA-detector (Agilent 1290). 

 Morphology of CPE and AuNPs/CPE surfaces was investigated by scanning electron 

microscope (SEM, HITACHI S-4700 Type II cold field emission) while the presence of AuNPs 

on the electrode surface was confirmed by energy dispersive spectrometer (EDS, Röntec QX2). 

Spectra were analyzed by the factory standard software after automatic background subtraction 

and peak fitting. 

2.3.  Procedures 

 Preparation of working electrodes. The CPEs were prepared by hand mixing of 0.5 g 

graphite powder (< 20 μm, synthetic, Sigma-Aldrich) and 0.2 mL paraffin oil (Kemika, Zagreb, 

Croatia) and after proper homogenization, the obtained pastes were packed into piston-driven 

Teflon® holders with a diameter of 2 mm [73]. The electrode surface was renewed before each 

set of measurements mechanically by pushing out small amount of paste from holder and by 

wiping of electrode surface with piece of clean paper. Additionally, CPE was surface modified 

by drop coating method i.e. 3.0 µL of synthesized suspension of gold nanoparticles of 10 nm 

diameter was dropped onto renewed and prepared electrode surface and the resulting 

AuNPs/CPE was dried at room temperature ca. 45 minutes. 

Synthesis of AuNPs was carried out according to the procedures first described as 

pioneering work in the citrate reduction method [74]. A model for the formation of gold 

nanoparticles in the citrate synthesis method with the overview of its development from its 

invention until now is presented in [75]. Briefly, 80 mL of 2 mg mL-1 sodium citrate dihydrate 

solution was heated to 80 °C. Once the temperature was reached, two further solutions were 
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added to the reaction. Firstly, 2 mL (1 mg mL-1) of freshly prepared sodium borohydride and 

ultimately 3.2 mL of 10 mg mL-1 chloroauric acid under constant vigorous stirring. The resulting 

purple-red suspension was further stirred for 1 hour on 80 °C and then the sample was left to 

cool to room temperature at which point the stirring was stopped. The formed AuNPs solution 

was kept in dark until usage. 

 Conditions of SEM/EDS measurements. The surface morphology of unmodified CPE and 

AuNPs/CPE were investigated by SEM with an acceleration voltage of 10.0 and 20.0 kV while 

the selected surface areas were analyzed using EDS detector with 20.0 kV. 

 Voltammetric measurements in model solutions and real sample analysis. The 

voltammetric behavior of EES, AZI, CLA and ROX was investigated by SWV methods in 

Britton-Robinson buffer solutions as supporting electrolyte from pH 2.0 to pH 11.98 using 

unmodified CPE. In all voltammetric measurements, the solution of Britton-Robinson buffer was 

two times diluted with double-distilled water and the solutions without target analyte served as a 

blank. The measurement parameters in SWV were as follows: potential range from 0.4 to 1.1 V, 

the pulse amplitude 20 mV, step potential 5 mV, and frequency 50 Hz. In the case of AZI and 

ROX, the SWV measurements were performed with AuNPs/CPE, too. The reported signals were 

measured without subtracting the blank solution and using the integration procedure available in 

the GPES 4.9 software. In this procedure the baseline is determined by means of the tangent fit 

method, whereby the tangent is drawn from the left side to the right side of a peak. The limit of 

detection (LOD) and limit of quantitation (LOQ) were calculated as signal to noise of baseline 

ratio of three and ten, respectively. 

The content of AZI and ROX in their pharmaceutical preparations was determined by 

standard addition method using developed SWV methods (pH 11.98) and CPE in the case of 

ROX, or the same pH of supporting electrolyte and AuNPs/CPE in the case of AZI. After 

addition of appropriate volume of filtered real sample into the voltammetric vessel, three 

standard additions of stock solutions of AZI or ROX were added. The final concentrations of 

standard solutions of AZI in voltammetric vessel were 0.58; 1.16 and 1.74 µg mL-1 while in the 

case of ROX, they were 0.97; 1.91 and 2.84 µg mL-1. All measurements were performed in 

triplicates. 

Comparative liquid chromatographic measurements. The conditions of reversed phase 

HPLC-DAD measurements were similar as in our previous work [33]: mobile phase mixture of 
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0.02 mol L-1 phosphate buffer pH 8.0 and acetonitrile (45%:55%, V/V), flow rate 0.3 mL min-1, 

injected volume of sample 20 μL, column temperature 25 °C and working wavelength of the 

detector 215 nm with reference wavelength at 500 nm. After HPLC analysis, the calibration 

curves of ROX and AZI were constructed for both macrolide antibiotics by plotting peak area vs 

macrolide concentration in the range 5.0-50.0 µg mL-1. The ROX and AZI content in their 

pharmaceutical preparations was determined from the area of the corresponding peaks and the 

calibration curves equations. All measurements were performed in triplicates. 

3. Results and discussion 

3.1.  SEM characterization of working electrodes 

 Surface morphology and chemical composition of working electrodes, CPE (Fig. 2A) and 

AuNPs/CPE (Fig. 2B), were studied by SEM/EDS measurements. It can be seen that both 

surfaces contain relatively compact carbon paste matrix made of graphite particles and paraffin 

oil. Additionally, in the case of AuNPs/CPE, the bright particles which are randomly distributed 

on the carbon paste surface as independent units or in form of smaller aggregates can be 

recognized. These particles are dominantly with spherical shape of around 10 nm diameters and 

penetrate to the first layers of the paste with a similar distribution as on the surface. It should be 

mentioned that CPE surface was modified with previously optimized amount of AuNPs 

suspension i.e. 3.0 µL by very simple drop coating protocol and without addition of any adhesive 

demonstrating good affinity of nanoparticles to the basic carbon paste matrix. This was proven 

by immersing of AuNPs/CPE in Britton-Robinson buffer solution pH 11.98, and after its staying 

in such media for a while, the SEM measurements of the selected surface area were performed 

and it was clearly visible that bright particles were still on the electrode surface (Fig. 2C) and by 

EDS it was confirmed that these particles are AuNPs (Fig. 2D). 
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Fig. 2. Scanning electron micrographs of CPE (A) and AuNPs/CPE (B) surfaces obtained at the 

magnification of 10000x and representative part of the AuNPs/CPE surface (C) with appropriate 

EDS microanalysis spectra of the AuNPs (D). Detection mode: secondary electron imaging (A) 

and back scattered electrons (B). 

3.2. Optimization of direct anodic SWV methods for selected macrolide antibiotics 

determination by CPE 

In Fig. 3A (inset) are displayed cyclic voltammograms (CVs) of CPE (black curve) and 

AuNPs/CPE (red curve) in Britton-Robinson buffer pH 11.98. The same shape of the presented 

voltammograms is obtained by other authors working with this type of electrode surfaces [76, 

77]. The CPE surface was modified with only 3.0 µL of colloidal gold suspension (100 µg mL-1) 
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and as can be seen from obtained SEM results the AuNPs are randomly distributed over the 

electrode surface and there are also modifier free regions meaning that CPE surface is not 

completely covered with AuNPs. Because of the low amount of the modifier, the carbon paste 

properties are prevalent, and the obtained CV for AuNPs/CPE has no the shape as it is 

characteristic for bare gold electrode and is similar with that obtained for unmodified CPE which 

is in accordance with previously published papers [76, 77]. Nevertheless, the electrocatalytic 

effect of AuNPs will be recognized in the presence of analytes leading to the higher intensity of 

the macrolides oxidation peaks.  

Previous investigations of the reduction of macrolide antibiotics by Hg(Ag)FE showed 

that the pH value of the supporting electrolyte has great influence on the peak shape and peak 

intensity [33, 34]. Therefore, the first optimization step during development of direct anodic 

SWV methods for macrolide antibiotics determination was selection of optimal pH value. 

Accordingly, the unmodified CPE was applied in the pH range from 2.0 to 11.98 with the aim to 

study the influence of pH value on the peak shape and peak intensity of all investigated 

macrolides. SW voltammograms were recorded in the absence (Fig. 3A) and in the presence of 

appropriate concentrations of macrolides (Fig. 3B-E).  

The first measurable oxidation peaks of macrolide antibiotics appeared at pH 6.0 and at 

higher pH values as it can be seen from the representative SW voltammograms presented in Fig. 

3. Carbon paste is almost inert electrode material with substantial resistance against unwanted 

chemical or electrolytic transformations, but its surface can be oxidized under extreme 

conditions. Common types of CPE could be polarized up to 1.0 V vs SCE, afterwards the 

oxidation of electrode occurs [78]. At the potentials of analytes peaks appearing, the obtained 

anodic currents could be attributed only to the anodic reactions of macrolides. 

In the case of EES (Fig. 3B) and AZI (Fig. 3C) only one well-defined oxidation peak can 

be recognized with peak maximums in the potential range from around 0.95 V to 0.75 V 

depending on pH value of the supporting electrolyte. In contrast, two other macrolides i.e. CLA 

(Fig. 3D) and ROX (Fig. 3E) at pH values higher than 8.0 and 9.0, respectively, give two 

oxidation peaks at investigated concentration level whereby the first peak which appeared at 

more negative potential values was more suitable for analytical purposes due to the higher 

intensity and better shape comparing to the second oxidation peak of target analytes.  
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Fig. 3. CVs of CPE (black curve) and AuNPs/CPE (red curve) recorded in Britton-Robinson 

buffer pH 11.98 with scan rate 50 mV s-1 (inset, A). SW voltammograms of Britton-Robinson 

buffer solutions/blank samples (A), 27.1 µg mL-1 EES (B), 24.7 µg mL-1 AZI (C), 33.3 µg mL-1 

CLA (D) and 33.3 µg mL-1 ROX (E) recorded by CPE in the pH range from 6.0 to 11.98. 

Appropriate Ip-pH dependences for investigated macrolide antibiotics (F). Red curves present 

SW voltammograms at optimal pH values. 
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Based on the obtained signals appropriate dependences of pH value on the peak potential 

(Ep, not shown) and peak intensity (Ip, Fig. 3F) were constructed for all investigated macrolide 

antibiotics and it was noted that pH value has strong influence on their peak shape and peak 

intensity using CPE as working electrode. In all cases, the oxidation peak potentials shift to the 

negative direction with the increasing pH of the supporting electrolyte and the obtained Ep-pH 

dependences could be described with linear equations and main parameters summarized in 

Table 2. In the case of EES and AZI two linear ranges of Ep-pH dependence were obtained, first 

from pH 6.0 to pH 8.0 and second from pH 8.0 to pH 11.98.  

Table 2. Selected parameters of the obtained linear Ep-pH dependences by SWV and unmodified 

CPE for EES, AZI, CLA and ROX in the investigated pH range 

Parameters 

EES AZI CLA ROX 

pH 6.0-

8.0 

pH 8.0-

11.98 

pH 6.0-

8.0 

pH 8.0-

11.98 

pH 6.0-

11.98 

pH 6.0-

11.98 

Intercept (V) 1.30 1.01 1.12 0.91 1.23 1.16 

Slope (V/pH) -0.058 -0.022 -0.035 -0.007 -0.051 -0.046 

Correlation 

coefficient 
-0.989 -0.994 -0.988 -0.996 -0.994 -0.989 

 

As suggested in our previous papers [37, 40, 45] and the literature cited there, of the 

different functional groups present in macrolide antibiotics, the amine group is the most easily 

oxidizable one. Oxidation of dialkylamines is proceeding through a loss of an electron which 

leads to formation of a cation radical. The same can be adopted for macrolide antibiotics where 

3o alkyl group is present on the desosamine sugar radical. It is also probable that the 

demethylation reaction occurs, giving the corresponding secondary amine. Shortly, for the 

mechanism of the ROX oxidation, from different functional groups of ROX, the amine group is 

the most easily oxidizable. Dialkylamines are oxidized forming a radical cation by loss of 

electron. The similar voltammetric behavior was observed with ERY which indicated that the 

mechanism proposed for the anodic oxidation of ROX is initiated by one-electron transfer to 

form the cation radical at nitrogen on the desosamine sugar radical [45]. Erythromycin A 

underwent oxidative degradation on gold electrode, probably the first step in the oxidation 

process is the removal of the electron from one of the nitrogen atoms to form an aminium cation 

radical. Formed aminium radical cation is a very reactive species and rapidly reacts with the 
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environment to form stable products. The formed radical cation can abstract hydrogen atom from 

the water resulting in salt formation in an overall one-electron process. Hence, the formed cation 

inhibits further electrochemical oxidation [37]. 

Peak intensity, peak shape and reproducibility of analytical signal were the main criteria 

for selection of optimal pH value for analytical purposes. As can be seen from Fig. 3F the lowest 

peak intensity for all macrolides was obtained at pH 6.0. The most intensive peak of EES was 

obtained at pH 8.0 and at higher pH values the peak intensity slightly decreased. From pH 9.0 to 

11.98 there is no big difference between Ip of obtained EES signals (Fig. 3B, F). So, based on the 

peak shape and peak intensity pH 8.0 was chosen as optimal pH value of supporting electrolyte 

for further determination of EES. In the case of AZI, the Ip increased from pH 6.0 to pH 11.98 

around two times (Fig. 3C, F). The Ip of CLA increased from pH 6.0 till pH 9.0, at pH 10.0 

signal decreased and then at higher pH values the peak intensity again increased (Fig. 3D, F). In 

the case of ROX the intensity of first oxidative signal increase to pH 8.0 and then start 

decreasing till pH 10.0 and as it is the case with CLA from pH 10.0 signal start increasing again 

(Fig. 3E, F). Based on the above, the appropriate shape and most intensive peaks of AZI, CLA 

and ROX were achieved at pH 11.98 and therefore the further voltammetric measurements of 

these macrolides were performed at mentioned pH value of supporting electrolyte.  

 In order to achieve the sensitive and reliable voltammetric methods for macrolide 

antibiotics determination, it must be mentioned that some additional measurements were 

performed. Namely, beside SWV, differential pulse voltammetric (DPV) measurements were 

also carried out, but the signals were with lower intensity compared to SW voltammetric ones. 

For example, the DPV oxidation signal of AZI was around three times lower than its SWV signal 

at the same concentration level, and there were obvious differences in their shape, too. So, the 

priority of SWV method was confirmed since the better peak shape and better sensitivity for all 

four macrolide antibiotics studied in this work were achieved.  

 Another investigated parameter was how the mechanical renewing or non-renewing of 

the CPE surface could affect the reproducibility of the analytical signal of macrolide antibiotics. 

This was studied for CLA by consecutively recording 10 direct anodic SWVs in the solution of 

target analyte (33.3 µg mL-1) at pH 11.98, and based on the Ip of obtained signals RSD was 

calculated. With mechanical renewing of CPE surface before each measurement the RSD was 

25.9% while the RSD was 8.7% when all measurements were performed with the same electrode 
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surface, indicating that the further determination of CLA by CPE should be performed with non-

renewed electrode surface because at these conditions was achieved better reproducibility of the 

analytical signal. In order to additionally improve the RSD, it was examined how pre-cycling 

affect the reproducibility of the analytical signal. The cyclic voltammograms were recorded (20 

cycles) in the potential span from 0.4 V to 1.1 V with a scan rate of 0.25 V s-1, and then 10 

consecutive SW voltammograms were recorded in the same solution of CLA (33.3 µg mL-1) 

without renewing of the CPE surface. By this type of electrochemical pretreatment, RSD was 

decreased to 3.3%. It can be concluded that the previous cycling of the electrode and the non-

renewing of the CPE surface during determination of CLA lead to more stable signal of the 

target analyte. Also, it was shown that the optimization of different measurement steps is very 

important and must be carefully carried out to achieve the best conditions for determination of 

target analytes i.e. macrolide antibiotics in present case. 

3.3.  SWV determination of selected macrolide antibiotics in model solution by CPE and 

AuNPs/CPE 

 Direct anodic SWV methods for macrolide antibiotics determination were further 

developed using CPE as working electrode and optimal pH values of the supporting electrolyte. 

SWVs were recorded individually for EES, AZI, CLA and ROX in appropriate concentration 

ranges and corresponding calibration curves were constructed. From there evaluated analytical 

parameters are presented in Table 3. It can be seen that each macrolide antibiotic has 

characteristic behavior at CPE, whereby the one linear range was obtained for AZI and two 

linear ranges for EES, CLA and ROX in investigated concentration ranges with correlation 

coefficient of calibration curves equal to or higher than 0.991. It can be assumed that the first 

linear range can be applied for the determination of investigated macrolides in real samples using 

standard addition method. The most sensitive SWV method using CPE was achieved for AZI 

while the highest LOQ was observed for CLA. As an example, in Fig. 4A are presented SWV 

curves recorded for ROX in concentration range 0.99-23.1 µg mL-1 together with appropriate 

calibration curve which was described by two linear ranges (inset). It can be noted that the 

second oxidation peak of ROX appeared from concentration of 6.54 µg mL-1, but there were no 

significantly changes in its intensity with changing of concentration of target analyte and it has 

much lower intensity comparing with first peak, so for analytical purposes first oxidation peak of 
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ROX was analyzed. To ensure the reliability of developed SWV methods, investigation of 

analytical signals reproducibility is very important task. So, for each macrolide antibiotic RSDs 

were calculated based on the six consecutively recorded SWVs at selected concentration levels 

to cover both linear ranges and obtained values did not exceed 6%. In Fig. 4B are presented six 

consecutive recorded SW voltammograms in the presence of 4.76 μg mL-1 of ROX and 

calculated RSD was 1.3%, while in the case of higher concentration as 13.8 μg mL-1 RSD was 

1.9%. 

Table 3. Selected analytical parameters of four macrolide antibiotics determination in model 

solutions by unmodified CPE at pH 8.0 (EES) and pH 11.98 (AZI, CLA, ROX).  

Parameters 

EES AZI CLA ROX 

I linear 

range 

II linear 

range 

 I linear 

range 

II linear 

range 

I linear 

range 

II linear 

range 

Linear range 

(µg mL-1) 
0.59-5.60 5.60-14.4 0.15-2.34 4.76-7.41 7.41-37.5 0.99-6.54 6.54-23.1 

Intercept (µA) 0.003 0.067 -0.0002 0.004 0.096 0.021 0.200 

Slope (µA mL 

µg-1) 
0.016 0.004 0.158 0.022 0.008 0.060 0.029 

Correlation 

coefficient 
0.996 0.991 0.999 0.994 0.998 0.996 0.999 

LOD (µg mL-1) 0.18 - 0.045 1.43 - 0.30 - 

LOQ (µg mL-1) 0.59 - 0.15 4.76 - 0.99 - 
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Fig. 4. SW voltammograms of ROX obtained by CPE in concentration range from 0.99 to 

23.1 μg mL-1 (A) and appropriate calibration curve (inset). Reproducibility of the analytical 

signal (six repetitions) for 4.76 µg mL-1 ROX (B). Dashed lines illustrate the appropriate 

baseline at pH 11.98. 

 Considering the received results, it was demonstrated that very simple direct anodic SWV 

methods in combination with easy-to-prepare CP working electrode could be applied for 

determination of different target analytes from the group of macrolide antibiotics. However, 

investigations were continued to determine whether the incorporation of AuNPs to the surface of 

CPE can improve the analytical performance of previously described unmodified CPE. The 

SWV measurements were carried out with AZI (Fig. 5A) and ROX as target compounds using 

AuNPs/CPE in the Britton-Robinson buffer pH 11.98 as supporting electrolyte, since this was 

the optimal pH value for their determination in model solutions. 

At the potentials of the analytes oxidation reaction appearing (Fig. 5), at bare gold 

electrode proceeds the oxide formation, necessary for the oxidation of the all macrolides [37, 40, 

41, 45, 79-81]. The cyclic voltammetry of gold electrode and oxide formation in alkaline 

electrolytes is described in detail in [82] showing that examined macrolides undergo to their 

oxidation as was already published for bicarbonate electrolyte (pH 8.4), in the area of oxide 

formation. The anodic peaks appearance due to the macrolides oxidation proceeds also in the 

area of the beginning of the oxide formation at the electrode surface.  

 In the Table 4 are summarized the basic analytical parameters of SWV methods for both 

analytes. In the case of AZI, although the same LOD value was obtained with CPE and 
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AuNPs/CPE, the modified electrode was the priority one because of the wider linear range of 

calibration curve (Fig. 5A, inset) and better reproducibility of the analytical signal. Namely, 

based on the six repeated SWV measurements of 0.99 µg mL-1 AZI (Fig. 5B) using AuNPs/CPE 

the RSD was 3.4%, and it was almost two times lower than the value obtained with unmodified 

CPE. On the other hand, from the data related to the determination of ROX presented in Table 3 

and 4, it can be said that except wider linear range, the sensitivity of the SWV method was also 

improved by AuNPs/CPE leading to the two times lower LOD value for ROX compared to one 

achieved by CPE. The reproducibility of ROX signal was investigated as well, and calculated 

RSD for 3.85 µg mL-1 concentration level of ROX was 0.75%. Therefore, it can be concluded, 

that presence of optimized amount of the AuNPs on the CPE surface has positive influence on 

AZI and ROX oxidation signals probably due to the pronounced conductivity of electrode 

surface and electrocatalytic properties of AuNPs.   

 
Fig. 5. SW voltammograms of AZI obtained by AuNPs/CPE in concentration range from 0.15 to 

3.84 μg mL-1 with appropriate calibration curve in inset (A) and reproducibility of the analytical 

signal (six repetitions) for 0.99 µg mL-1 AZI (B). Dashed lines illustrate the appropriate baselines 

at pH 11.98.  

 It must be mentioned that obtained LODs and LOQs of developed direct SWV methods 

for determination of macrolide antibiotics presented in this work are lower or in the same range 

as mostly of previously reported ones for reduction or oxidation of these target analytes (see 

Table 1). Besides, herein described methods are based on the use of simple but contemporary 
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working electrodes i.e. CPE or AuNPs/CPE, which are environmental friendly and economically 

acceptable since the very small amount of modifier on CPE surface contribute to the overall 

improvement of its analytical performance. 

Table 4. Selected analytical parameters of AZI and ROX determination in model solutions by 

AuNPs/CPE at pH 11.98.  

Parameters 

AZI ROX 

 
I linear 

range 

II linear 

range 

Linear range (µg mL-1) 0.15-3.84 0.50-9.09 9.09-37.5 

Intercept (µA) 0.013  0.019 0.488 

Slope (µA mL µg-1 ) 0.194  0.126 0.069 

Correlation coefficient 0.999 0.998 0.998 

LOD (µg mL-1) 0.045 0.15 - 

LOQ (µg mL-1) 0.15 0.50 - 

  

3.4.  SWV determination of selected macrolide antibiotics in appropriate pharmaceutical 

preparation 

The quality control of two different pharmaceutical preparations named Runac® and 

Hemomycin® was performed by optimized SWV methods including CPE or AuNPS/CPE as 

working electrode to determine their active ingredient content. Simple preparation procedure 

consisted only of filtering tablets/capsule suspensions by hydrophilic syringe filters 0.22 μm 

before the measurement. In both cases standard addition method was applied to avoid possible 

influence of the matrix, since the selected pharmaceutical preparations also contain some 

additional components except their active ingredients ROX or AZI. 

Determination of ROX in its pharmaceutical preparation Runac® 

 The practical applicability of optimized SWV method in combination with unmodified 

CPE was tested for determination of ROX in pharmaceutical preparation Runac® (declared 

content of ROX by the producer: 150 mg/tablet). The measurements were performed in 

concentration range which belongs to the first linear range of calibration curve (Fig. 6). After 
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recording the voltammogram of blank sample/baseline (Fig. 6A, curve 1, dashed line), the 

appropriate aliquot of tablet solution was added into supporting electrolyte pH 11.98 (Fig. 6A, 

curve 2) followed by three standard additions of ROX (Fig. 6A, curves 3-5) with their final 

concentrations in voltammetric vessel as 0.97; 1.91 and 2.84 µg mL-1. Found concentration of 

ROX was obtained from the corresponding analytical curve and in presented case (Fig. 6B) it 

was 3.67 µg mL-1 and calculated to amount of ROX per one tablet: 150.5 mg/tablet. Two more 

repetitions were performed and the obtained values for ROX content in tablet were 151.3 and 

150.9 mg/tablet. The average value from triplicate measurements was 150.9 mg/tablet which is 

very close to the content of ROX found by comparative HPLC-DAD measurements (average 

value 151.1 mg/tablet, RSD=2.65%) and satisfies the basic requirements of the European 

Pharmacopoeia 8 [83] in terms of errors in accuracy of the measurement. The calculated RSD for 

the SWV method was 0.15% indicating good repeatability and reliability of proposed SWV 

method.  

 

Fig. 6. Determination of ROX concentration in pharmaceutical preparation Runac® applying 

standard addition method and CPE at pH 11.98. SW voltammograms (A) of: baseline (1), sample 

of pharmaceutical preparation (2) and three standard additions of ROX (3-5, the final 

concentrations in voltammetric vessel: 0.97; 1.91 and 2.84 µg mL-1) and appropriate analytical 

curve (B).  
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Determination of AZI in its pharmaceutical preparation Hemomycin® 

 The optimized SWV method and AuNPs/CPE were applied for determination of AZI in 

its pharmaceutical preparation Hemomycin® at pH 11.98 (Fig. 7) similarly as in the case of 

determination of ROX content in Runac®. In Fig. 7A are presented illustrative voltammograms 

obtained for the blank sample/baseline (curve 1, dashed line), sample of Hemomycin® (curve 2) 

and consecutively added three standard additions of AZI (curves 3-5). The concentration of AZI 

was evaluated from the analytical curve (Fig. 7B) and expressed as mg of AZI per capsule. The 

measurements were performed in triplicates, whereby the results obtained for the AZI content in 

the sample of the Hemomycin® capsule were as follows: 247.2 mg, 250.0 mg and 248.6 mg 

(average value 248.6 mg/capsule), with RSD of 0.6% for SWV method. Also, it should be noted 

that these triplicate SWV measurements were performed with the same electrode surface, 

demonstrating the good stability of the prepared AuNPs/CPE sensor. On the other hand, in order 

to check the reproducibility of modified electrode preparation, SWV measurements of AZI in its 

pharmaceutical preparation were also carried out according to previously described procedure, 

but by three times independently prepared AuNPs/CPE surfaces with the same drop coating 

protocol. The obtained average value in this case was 251.4 mg of AZI/capsule with RSD of 

0.6%, which proved that the surface modification of CPE with AuNPs is performed on very 

reproducible way. The found amount of AZI in Hemomycin® capsule by proposed SWV method 

and AuNPs/CPE was in a good agreement with the amount found by comparative HPLC-DAD 

measurements (average value 254.1 mg/capsule, RSD=0.7%) and the value declared by the 

producer (250 mg/capsule). 

Based on the above, CPE and AuNPs/CPE were found to be excellent analytical tools for 

the analysis of pharmaceutical preparations with different macrolide antibiotics as active 

ingredients. Although the comparative HPLC-DAD method is applicable in wider concentration 

range, the developed voltammetric methods have some advantages such as suitability for the on-

site analysis, requirements for very simple sample preparation procedures, low cost, fast 

response time and lower LOD and LOQ values. Further investigations are planned for designing 

of similar types of carbon paste based working electrodes and widening of their applications 

concerning the determination of other important physiologically active compounds.   
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Fig. 7. Determination of AZI concentration in pharmaceutical preparation Hemomycin® applying 

standard addition method and AuNPs/CPE at pH 11.98. SW voltammograms (A) of: baseline (1), 

sample of pharmaceutical preparation (2) and three standard additions of AZI (3-5, the final 

concentrations in voltammetric vessel: 0.58; 1.16 and 1.74 µg mL-1) and appropriate analytical 

curve (B). 

4. Conclusion 

 CPE which was made only from graphite powder and paraffin oil proved to be suitable as 

working electrode for voltammetric determination of selected macrolide antibiotics as EES, AZI, 

CLA and ROX based on their oxidation. The direct anodic SWV methods were developed and 

optimization of the pH of supporting electrolyte showed that the alkaline media is favorable for 

macrolide antibiotics determination considering the peak shape and intensity. Applying direct 

anodic SWV method two linear ranges of calibration curve for EES, CLA and ROX, and one 

linear range for AZI were obtained with LOQs in the low µg mL-1 concentration range, which 

enable determination of selected macrolide antibiotics in their pharmaceutical preparations. On 

the other hand, since the achieved LOQ values are at concentration levels that are usually 

expected in biological fluids after administration of these antibiotics, there is possibility to 

determine them in such type of samples as well. The presented analytical methods are very 

simple, low-cost, and characterized by fast response time, good reproducibility and reliability. 
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Additionally, with the incorporation of small amount of AuNPs onto the CPE surface by drop 

coating method, it was possible to improve the sensitivity and reproducibility, and also expand 

the linear range of the methods in the case of two investigated macrolides AZI and ROX.  It was 

demonstrated that by the optimized experimental conditions, the SWV method using CPE or 

AuNPs/CPE, was applicable for the determination of ROX and AZI in their pharmaceutical 

preparations Runac® and Hemomycin®, respectively, in terms of quick and reliable quality 

control indicating a good analytical performance of designed working electrodes and giving the 

possibility for further expanding of their application in pharmaceutical analysis.  

Acknowledgements  

The authors acknowledge financial support of the Ministry of Education, Science and 

Technological Development of the Republic of Serbia (Grant No.  451-03-68 / 2020-14 /200125) 

and CEEPUSIII (CZ-0212-13-1920) network.   

 

CRediT author statement 

Olga Vajdle: Investigation, Methodology, Writing - Original Draft. Sanja Šekuljica: 

Investigation, Methodology, Writing - Original Draft. Valéria Guzsvány: Resources, 

Conceptualization, Supervision. László Nagy: Investigation. Zoltán Kónya: Resources, Writing 

- Original Draft, Writing - Review & Editing. Milka Avramov Ivić: Resources, 

Conceptualization, Writing - Original Draft, Writing - Review & Editing. Dušan Mijin: Writing 

- Review & Editing. Slobodan Petrović: Resources, Writing - Review & Editing. Jasmina 

Anojčić: Investigation, Methodology, Writing - Original Draft, Writing - Review & Editing. 

 

Declaration of interests 

The authors declare that they have no known competing financial interests or personal relationships 

that could have appeared to influence the work reported in this paper.  

 

References 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[1] J.M. Zuckerman, Macrolides and ketolides: azithromycin, clarithromycin, telithromycin, 

Infect. Dis. Cli. North Am. 18 (2004) 621. 

[2] S.B. Singh, K. Young, L.L. Silver, What is an "ideal" antibiotic? Discovery challenges and 

path forward, Biochem. Pharmacol. 133 (2017) 63. 

[3] K.-Y. Chen, T.C. Yang, S.Y. Chang, Determination of macrolide antibiotics using dispersive 

liquid–liquid microextraction followed by surface-assisted laser desorption/ionization mass 

spectrometry, J. Am. Soc. Mass Spectrom 23 (2012) 1157. 

[4] S. Bahari, H. Zeighami, H. Mirshahabi, S. Roudashti, F. Haghi, Inhibition of Pseudomonas 

aeruginosa quorum sensing by subinhibitory concentrations of curcumin with gentamicin and 

azithromycin, J. Glob. Antimicrob. Resist. 10 (2017) 21. 

[5] S. Barni, D. Butti, F. Mori, N. Pucci, M.E. Rossi, A. Cianferoni, E. Novembre, Azithromycin 

is more allergenic than clarithromycin in children with suspected hypersensitivity reaction to 

macrolides, J. Investig. Allergol. Clin. Immunol. 25 (2015) 128. 

[6] I. Galvidis, G. Lapa, M. Burkin, Group determination of 14-membered macrolide antibiotics 

and azithromycin using antibodies against common epitopes, Anal. Biochem. 468 (2015) 75. 

[7] A.I. Sinopal'nikov, I.V. Andreeva, O.U. Stetsuyk, The safety of macrolide antibiotics: critical 

analysis, Klin. Med. (Mosc.) 90 (2012) 23. 

[8] Z. Wang, J. Wang, M. Zhang, L. Dang, Solubility of erythromycin A dihydrate in different 

pure solvents and acetone + water binary mixtures between 293 K and 323 K, J. Chem. Eng. 

Data 51 (2006) 1062. 

[9] D. Greenwood, R. Finch, P. Davey, M. Wilcox, Antimicrobial chemotherapy, fifth ed., 

Oxford University Press Inc., New York, USA, 2007, p. 47. 

[10] H. Lode, K. Borner, P. Koeppe, T. Schaberg, Azithromycin-review of key chemical, 

pharmacokinetic and microbiological features, J. Antimicrobial. Chemother. 37 (Suppl. C) 

(1996) 1. 

[11] S.C. Piscitelli, L.H. Danziger, K.A. Rodvold, Clarithromycin and azithromycin: new 

macrolide antibiotics, Clin. Pharm. 11 (1992) 137. 

[12] A. Bryskier, Roxithromycin: Review of its antimicrobial activity, J. Antimicrob. 

Chemother. 41 (Suppl. B) (1998) 1. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[13] B. Yu, X. Wang, S. Yu, Q. Li, Q. Zhou, Effects of roxithromycin on ammoniaoxidizing 

bacteria and nitrite-oxidizing bacteria in the rhizosphere of wheat, Appl. Microbiol. Biotechnol. 

98 (2014) 263. 

[14] S. Hopkins, Clinical toleration and safety of azithromycin, American J Med 91 (1991) S40. 

[15] J.D. Williams, A.M. Sefton, Comparison of macrolide antibiotics, J. Antimicrob. 

Chemother. 31 (Suppl. C) (1993) 11. 

[16] M.P. Hansen, A.M. Scott, A. McCullough, S. Thorning, J.K. Aronson, E.M. Beller, P.P. 

Glasziou, T.C. Hoffmann, J. Clark, C.B. Del Mar, Adverse events in people taking macrolide 

antibiotics versus placebo for any indication, Cochrane Database of Syst. Rev. (2019) Art. No.: 

CD011825. 

[17] P. Fernandes, E. Martens, D. Pereira, Nature nurtures the design of new semi-synthetic 

macrolide antibiotics, J. Antibiot. 70 (2017) 527. 

[18] F. Kees, S. Spangler, M. Wellenhofer, Determination of macrolides in biological matrices 

by high performance liquid chromatography with electrochemical detection, J. Chromatogr. A 

812 (1998) 287. 

[19] K. Nödler, T. Licha, K. Bester, M. Sauter, Development of a multi-residue analytical 

method, based on liquid chromatography-tandem mass spectrometry, for the simultaneous 

determination of 46 micro-contaminants in aqueous samples, J. Chromatogr. A 1217 (2010) 

6511. 

[20] M.A. García-Mayor, A. Gallego-Picó, R.M. Garcinuño, P. Fernández-Hernando, J.S. 

Durand-Alegría, Matrix solid-phase dispersion method for the determination of macrolide 

antibiotics in sheep's milk, Food Chem. 134 (2012) 553. 

[21] J. Sastre Toraño, H.-J. Guchelaar, Quantitative determination of the macrolide antibiotics 

erythromycin, roxithromycin, azithromycin and clarithromycin in human serum by high-

performance liquid chromatography using pre-column derivatization with 9-

fluorenylmethyloxycarbonyl chloride and fluorescence detection, J. Chromatogr. B Biomed. Sci. 

Appl. 720 (1998) 89. 

[22] Z. Wang, X. Song, T. Zhou, K. Bian, F. Zhang, L. He, Q. Liu, Simultaneous determination 

of ten macrolides drugs in feeds by high performance liquid chromatography with evaporation 

light scattering detection, RSC Adv. 5 (2015) 1491. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[23] C. Taninaka, H. Ohtani, E. Hanada, H. Kotaki, H. Sato, T. Iga, Determination of 

erythromycin, clarithromycin, roxithromycin, and azithromycin in plasma by high-performance 

liquid chromatography with amperometric detection, J. Chromatogr. B 738 (2000) 405. 

[24] I. Senta, I. Krizman-Matasic, S. Terzic, M. Ahel, Comprehensive determination of 

macrolide antibiotics, their synthesis intermediates and transformation products in wastewater 

effluents and ambient waters by liquid chromatography–tandem mass spectrometry, J. 

Chromatogr. A 1509 (2017) 60. 

[25] S. Castiglioni, R. Bagnati, D. Calamari, R. Fanelli, E. Zuccato, A multiresidue analytical 

method using solid-phase extraction and high-pressure liquid chromatography tandem mass 

spectrometry to measure pharmaceuticals of different therapeutic classes in urban wastewaters, J. 

Chromatogr. A 1092 (2005) 206. 

[26] Y.-Y. Tang, H.-F. Lu, H.-Y. Lin, Y.-C. Shih, D.-F. Hwang, Multiclass analysis of 23 

veterinary drugs in milk by ultraperformance liquid chromatography-electrospray tandem mass 

spectrometry, J. Chromatogr. B 12 (2012) 881. 

[27] A. Mahmoudi, M.S. Boukhechem, Novel liquid chromatographic method for the 

simultaneous evaluation of erythromycin and azithromycin in human urine, J. Mater. Environ. 

Sci. 8 (2017) 1953. 

[28] N.P. Minh, T.B. Lam, N.T. Giao, Simultaneous determination of erythromycin A in giant 

prawn and tilapia in Mekong region by stripping square wave voltammetry, Int. Food Res. J. 18 

(2011) 387. 

[29] Y. Liang, Studies on quantitative determination of erythromycin and its preparation by 

second derivative differential pulse polarography, Chinese J. Antibiot. 21 (1996) 409. 

[30] J. Wang, J.S. Mahmoud, Determination of traces of streptomycin and related antibiotics by 

adsorptive stripping voltammetry, Anal. Chim. Acta 186 (1986) 31. 

[31] Z. Zhang, H. Tuo, On the linear scanning polarographic method of erythromycin 

ethylsuccinate, Journal of Yanan University (Natural Science Edition) 26 (2007) 1. 

[32] M.M. Ghoneim, M.A. El-Attar, Adsorptive stripping voltammetric determination of 

antibiotic drug clarithromycin in bulk form, pharmaceutical formulation and human urine, Chem. 

Anal. 53 (2008) 689. 

[33] O. Vajdle, V. Guzsvány, D. Škorić, J. Anojčić, P. Jovanov, M. Avramov-Ivić, J. Csanádi, Z. 

Kónya, S. Petrović, A. Bobrowski, Voltammetric behavior of erythromycin ethylsuccinate at a 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

renewable silver-amalgam film electrode and its determination in urine and in a pharmaceutical 

preparation, Electrochim. Acta 191 (2016) 44. 

[34] O. Vajdle, V. Guzsvány, D. Škorić, J. Csanádi, M. Petković, M. Avramov-Ivić, Z. Kónya, S. 

Petrović, A. Bobrowski, Voltammetric behavior and determination of the macrolide antibiotics 

azithromycin, clarithromycin and roxithromycin at a renewable silver–amalgam film electrode, 

Electrochim. Acta 229 (2017) 334. 

[35] H. Wang, A. Zhang, H. Cui, D. Liu, R. Liu, Adsorptive stripping voltammetric 

determination of erythromycin at a pretreated glassy carbon electrode, Microchem. J. 64 (2000) 

67. 

[36] X. Hu, P. Wang, J. Yang, B. Zhang, J. Li, J. Luo, K. Wu, Enhanced electrochemical 

detection of erythromycin based on acetylene black nanoparticles, Colloids Surf. B: 

Biointerfaces 81 (2010) 27. 

[37] M.L. Avramov Ivić, S.D. Petrović, D.Ž. Mijin, F. Vanmoos, D.Ž. Orlović, D.Ž. Marjanović, 

V.V. Radović, The electrochemical behavior of erythromycin A on a gold electrode, 

Electrochim. Acta 54 (2008) 649. 

[38] B. Nigović, B. Šimunić, Voltammetric assay of azithromycin in pharmaceutical dosage 

forms, J. Pharm. Biomed. Anal. 32 (2003) 197. 

[39] A.A. Ensafi, A.R. Allafchian, B. Rezaei, A sensitive and selective voltammetric sensor 

based on multiwall carbon nanotubes decorated with MgCr2O4 for the determination of 

azithromycin, Colloids Surf. B: Biointerfaces 103 (2013) 468. 

[40] M.L. Avramov Ivić, S.D. Petrović, D.Ž. Mijin, P.M. Živković, I.M. Kosović, K.M. Drljević, 

M.B. Jovanović, Studies on electrochemical oxidation of azithromycin and Hemomycin® at gold 

electrode in neutral electrolyte, Electrochim. Acta 51 (2006) 2407. 

[41] M.L. Avramov Ivić, S.D. Petrović, D.Ž. Mijin, A study of the electrochemical activity of 

some macrolide antibiotics on a gold electrode in a neutral electrolyte, J. Serb. Chem. Soc. 72 

(2007) 1427. 

[42] B. Nigović, Adsorptive stripping voltmammetric determination of azithromycin at a glassy 

carbon electrode modified by electrochemical oxidation, Anal. Sci. 20 (2004) 639. 

[43] O. Abd El-Moaty Farghaly, N. Abdel Latif Mohamed, Voltammetric determination of 

azithromycin at the carbon paste electrode, Talanta 62 (2004) 531. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[44] T. Zhou, Y. Tao, H. Jin, B. Song, T. Jing, D. Luo, Y. Zhou, Y. Zhou, Y.-I. Lee, S. Mei, 

Fabrication of a selective and sensitive sensor based on molecularly imprinted polymer/acetylene 

black for the determination of azithromycin in pharmaceuticals and biological samples, PLoS 

ONE 11(1): e0147002. doi:10.1371/journal.pone.0147002. 

[45] K.M. Drljević-Djurić, V.D. Jović, U.Č. Lacnjevac, M.L. Avramov-Ivić, S.D. Petrović, D.Ž. 

Mijin, S.B. Djordjević, Voltammetric and differential pulse determination of roxithromycin, 

Electrochim. Acta 56 (2010) 47. 

[46] L. Zhang, X. Duan, Y. Wen, J. Xu, Y. Yao, Y. Lu, L. Lu, O. Zhang, Electrochemical 

behaviors of roxithromycin at poly(3,4-ethylenedioxythiophene) modified gold electrode and its 

electrochemical determination, Electrochim. Acta 72 (2012) 179. 

[47] H. Wan, F. Zhao, W. Wu, B. Zeng, Direct electron transfer and voltammetric determination 

of roxithromycin at a single-wall carbon nanotube coated glassy carbon electrode, Colloids Surf. 

B: Biointerfaces 82 (2011) 427. 

[48] I. Švancara, K. Kalcher, A. Walcarius, K. Vytřas, Electroanalysis with Carbon Paste 

Electrodes, CRC Press, Taylor & Grancis Group, Boca Raton, 2012. 

[49] E. Hammam, A.M. Beltagi, M.M. Ghoneim, Voltammetric assay of rifampicin and isoniazid 

drugs, separately and combined in bulk, pharmaceutical formulations and human serum at a 

carbon paste electrode, Microchem. J. 77 (2004) 53. 

[50] E.N. Chaney, Jr., R.P. Baldwin, Electrochemical determination of adriamycin compounds in 

urine by preconcentration at carbon paste electrodes, Anal. Chem. 54 (1982) 2556. 

[51] P. O'Dea, A. Costa Garcíc, A.J. Miranda Ordieres, P. Tuñón Blanco, M.R. Smyth, 

Comparison of adsorptive stripping voltammetry at mercury and carbon paste electrodes for the 

determination of ciprofloxacin in urine, Electroanalysis 3 (1991) 337. 

[52] M.A. El Ries, A.A. Wassel, N.T. Abdel Ghani, M.A. El-Shall, Electrochemical adsorptive 

behavior of some fluoroquinolones at carbon paste electrode, Anal. Sci. 21 (2005) 1249. 

[53] R. Ojani, J.-B. Raoof, S. Zamani, A novel voltammetric sensor for amoxicillin based on 

nickel–curcumin complex modified carbon paste electrode, Bioelectrochemistry 85 (2012) 44. 

[54] A. Afkhami, F. Soltani-Felehgari, T. Madrakian, Gold nanoparticles modified carbon paste 

electrode as an efficient electrochemical sensor for rapid and sensitive determination of cefixime 

in urine and pharmaceutical samples, Electrochim. Acta 103 (2013) 125. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[55] S. Sadeghi, A. Motaharian, A. Zeraatkar Moghaddam, Electroanalytical determination of 

sulfasalazine in pharmaceutical and biological samples using molecularly imprinted polymer 

modified carbon paste electrode, Sens. Actuators B 168 (2012) 336. 

[56] F. Zhang, S. Gua, Y. Dinga, Z. Zhang, L. Li, A novel sensor based on electropolymerization 

of β-cyclodextrin and l-arginine on carbon paste electrode for determination of fluoroquinolones, 

Anal. Chim. Acta 770 (2013) 53. 

[57] W. Yantasee, L.A. Deibler, G.E. Fryxell, C. Timchalk, Y.H. Lin, Electrochem. Commun.  7 

(2005) 1170. 

[58] X.L. Rena, X.W. Menga, D. Chena, F. Tanga, J. Jiao, Biosens. Bioelectron. 21 (2005) 433. 

[59] A. Chen, S. Chatterjee, Nanomaterials based electrochemical sensors for biomedical 

applications, Chem. Soc. Rev. 42 (2013) 5425. 

[60] F. Kurniawan, V. Tsakova, V.M. Mirsky, Gold nanoparticles in nonenzymatic 

electrochemical detection of sugars, Electroanalysis 18 (2006) 1937. 

[61] B.K. Jena, C.R. Raj, Enzyme-free amperometric sensing of glucose by using gold 

nanoparticles, Chem. Eur. J. 12 (2006) 2702. 

[62] S. Zhang, N. Wang, H. Yu, Y. Niu, C. Sun, Covalent attachment of glucose oxidase to an 

Au electrode modified with gold nanoparticles for use as glucose biosensor, Bioelectrochemistry 

67 (2005) 15. 

[63] T. Ören, Ü. Anik, Voltammetric determination of caffeine by using gold nanoparticle-glassy 

carbon paste composite electrode, Measurement 106 (2017) 26. 

[64] H. Yin, K. Shang, X. Meng, S. Ai, Voltammetric sensing of paracetamol, dopamine and 4-

aminophenol at a glassy carbon electrode coated with gold nanoparticles and an organophillic 

layered double hydroxide, Microchim. Acta 175 (2011) 39. 

[65] R.N. Goyal, V.K. Gupta, M. Oyama, N. Bachheti, Gold nanoparticles modified indium tin 

oxide electrode for the simultaneous determination of dopamine and serotonin: Application in 

pharmaceutical formulations and biological fluids, Talanta 72 (2007) 976. 

[66] X. Huang, Y. Li, P. Wang, L. Wang, Sensitive determination of dopamine and uric acid by 

the use of a glassy carbon electrode modified with poly(3-methylthiophene)/gold nanoparticle 

composites, Anal. Sci. 24 (2008) 1563. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[67] J. Li, H. Xie, L. Chen, A sensitive hydrazine electrochemical sensor based on 

electrodeposition of gold nanoparticles on choline film modified glassy carbon electrode, Sens. 

Actuators B 153 (2011) 239. 

[68] B. Jin, H. Zhang, Nano-gold modified glassy carbon electrode for selective determination of 

epinephrine in the presence of ascorbic acid, Anal. Lett. 35 (2002) 1907. 

[69] L. Wang, J. Bai, P. Huang, H. Wang, L. Zhang, Y. Zhao, Self-assembly of gold 

nanoparticles for the voltammetric sensing of epinephrine, Electrochem. Commun. 8 (2006) 

1035. 

[70] M.L. Yola, N. Atar, Z. Üstündağ, A.O. Solak, A novel voltammetric sensor based on p-

aminothiophenol functionalized graphene oxide/gold nanoparticles for determining quercetin in 

the presence of ascorbic acid, J. Electroanal. Chem. 698 (2013) 9. 

[71] G. Hua, Y. Ma, Y. Guo, S. Shao, Electrocatalytic oxidation and simultaneous determination 

of uric acid and ascorbic acid on the gold nanoparticles-modified glassy carbon electrode, 

Electrochim. Acta 53 (2008) 6610. 

[72] P. Kannan, S.A. John, Determination of nanomolar uric and ascorbic acids using enlarged 

gold nanoparticles modified electrode, Anal. Biochem. 386 (2009) 65. 

[73] I. Švancara, R. Metelka, K. Vytřas, Piston-driven carbon paste electrode holders for 

electrochemical measurements, in: K. Vytřas, K. Kalcher (Eds.), Sensing in Electroanalysis, vol. 

1, University of Pardubice, Pardubice, Czech Republic, 2005, p. 7. 

[74] J. Turkevich, P. Stevenson, J. Hillier, A study of the nucleation and growth process in the 

synthesis of colloidal gold, Discuss. Faraday Soc. 11 (1951) 55. 

[75]  E. Agunloye, L. Panariello, A. Gavriilidis, L. Mazzei, A model for the formation of gold 

nanoparticles in the citrate synthesis method, Chem. Eng. Sci. 191 (2018) 318. 

[76] S.M. Ghoreishi, M. Behpour, F. Saeidinejad, Electrochemical determination of tryptophan, 

uric acid and ascorbic acid at a gold nanoparticles modified carbon paste electrode, Anal. 

Methods 4 (2012) 2447. 

[77] Y. Xua, C. Hub, S. Hub, A reagentless nitric oxide biosensor based on the direct 

electrochemistry of hemoglobin adsorbed on the gold colloids modified carbon paste electrode, 

Sens. Actuators B 148 (2010) 253. 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

[78] I. Švancara, T. Mikysek, M. Stočes, J. Ludvík, Graphite powder and related material as the 

principal components of carbon paste electrodes, in: Graphite: Properties, Occurrences and Uses 

(ed. Q.C. Campbell) Nova Science Publishers, Inc., 2013, pp. 163–188. 

[79] M.L. Avramov Ivić, S.D. Petrović, F. Vonmoos, D.Ž. Mijin, P.M. Živković, K.M. Drljević, 

The qualitative electrochemical determination of clarithromycin and spectroscopic detection of 

its structural changes at gold electrode, Electrochem. Commun. 9 (2007) 1643. 

[80] M.L. Avramov Ivić, S.D. Petrović, F. Vonmoos, D.Z. Mijin, P.M. Živković, K.M. Drljević, 

The electrochemical behavior of commercial clarithromycin and spectroscopic detection of its 

structural changes, Russ. J. Electrochem. 44 (2008) 931. 

[81] M.L. Avramov Ivić, S.D. Petrović, P.M. Živković, D.Ž. Mijin, K.M. Drljević, A study of 

the catalytic role of a gold electrode in the electrochemical activation of four macrolide 

antibiotics in sodium bicarbonate solution, Chem. Ind. Chem. Eng. Q. 16 (2010) 111. 

[82] Y. Kwon, S.C.S. Lai, P. Rodriguez, M.T.M. Koper, Electrocatalytic oxidation of alcohols 

on gold in alkaline media: base or gold catalysis?, J. Am. Chem. Soc. 133 (2011) 6914. 

[83] European Pharmacopoeia, eight ed., Council of Europe, Strasbourg, Vol 2., 2014, p. 2151. 

 

Table 1. Voltammetric determination of ERY, EES, AZI, CLA and ROX by different working 

electrodes and methods 

Analyte Working electrode Method pH 
Linear range 

(µg mL
-1

) 
LOD (µg mL

-1
) Ref. 

ERY 
a
HMDE 

b
SW-AdSV 8.0 0.05-0.4 0.0006 28 

ERY HMDE 
c
AdSV 11.6 0.15-0.73 0.01 30 

EES HMDE 
d
LSPM 7.46 10-800 7.5 31 

CLA HMDE 

e
LS-AdCS 

f
SW-AdCS 

8.0 
0.075-0.75

 

0.037-0.3
 

0.022
 

0.011 
32 

EES Hg(Ag)FE 

g
SWV 

SW-AdSV 
7.0 

4.53-29.8
 

0.69-2.44
 

1.36
 

0.21
 33 

AZI Hg(Ag)FE 
SWV 

SW-AdSV 
7.2 

4.81-23.3 

1.0-2.46 

1.44 

0.30 
34 

CLA Hg(Ag)FE 
SWV 

SW-AdSV 
7.4 

1.96-28.6 

0.05-0.99 

0.59 

0.015 
34 

ROX Hg(Ag)FE 
SWV 

SW-AdSV 
7.0 

1.48-25.9 

0.10-0.99 

0.44 

0.03 
34 

ERY 
h
GCE 

second 

differential 
iASV 

9.0 
0.018-0.26 (tacc=90 s) 

0.009-0.18 (tacc=120 s) 
0.004 (tacc=360 s) 35 

ERY 
j
AB/GCE 

k
DPV 7.5 0.15-7.3 0.06 36 

AZI GCE DPV 7.0 1-15 0.7 38 
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AZI 
MgCr2O4-

l
MWCNT/GCE 

DPV 7.0 
0.19-3.0 

3.0-7.5 
0.05 39 

AZI Polycrystalline-
m
AuE 

n
CV 8.48 235-588 Not reported 40 

AZI GCE 
o
DP-AdSV 6.0 

1.0-10.0 (tacc=60 s) 

0.25-2.0 (tacc=240 s) 

0.29 (tacc=60 s) 

0.11 (tacc=240 s) 
42 

AZI CPE SW-AdSV 4.6 0.000471–0.00707  0.000463
 

43 

AZI 
p
MIP/AB/CPE DPV 7.0 

0.075-1.5 

1.5-15.0 
0.008 44 

ROX AuE 
CV 

DPV 
8.4 

100-654 

  101-476 
Not reported 45 

ROX 
Poly(3,4-

ethylenedioxythiophene)-

AuE 

CV 7.0 0.067-16.74 0.022 46 

ROX 
r
SWCNT/GCE ASV 7.0 4.19-84 0.42 47 

a
HMDE –  hanging mercury drop electrode, 

b
SWV-AdSV – adsorptive stripping square wave voltammetry, 

c
AdSV – 

adsorptive stripping voltammetry, 
d
LSPM – linear scanning polarographic method, 

e
LS-AdCS – linear-sweep 

adsorptive cathodic stripping voltammetry, 
f
SW-AdCS – square-wave adsorptive cathodic stripping voltammetry, 

g
SWV – square wave voltammetry, 

h
GCE – glassy carbon electrode, 

i
ASV –  anodic stripping voltammetry, 

j
AB – 

acetylene black nanoparticles, 
k
DPV – differential pulse voltammetry, 

l
MWCNT – multiwall carbon nanotubes, 

m
AuE – gold electrode, 

n
CV – cyclic voltammetry, 

o
DP-AdSV – adsorptive stripping differential pulse voltammetry, 

p
MIP/AB – molecularly imprinted polymer/acetylene black, 

r
SWCNT – single-walled carbon nanotubes. 

 

 

Table 2. Selected parameters of the obtained linear Ep-pH dependences by SWV and unmodified 

CPE for EES, AZI, CLA and ROX in the investigated pH range 

Parameters 

EES AZI CLA ROX 

pH 6.0-

8.0 

pH 8.0-

11.98 

pH 6.0-8.0 pH 8.0-

11.98 

pH 6.0-

11.98 

pH 6.0-

11.98 

Intercept 

(V) 

1.30 1.01 1.12 0.91 1.23 1.16 

Slope 

(V/pH) 

-0.058 -0.022 -0.035 -0.007 -0.051 -0.046 

Correlation 

coefficient 
-0.989 -0.994 -0.988 -0.996 -0.994 -0.989 

 

Journal Pre-proof



Jo
ur

na
l P

re
-p

ro
of

Table 3. Selected analytical parameters of four macrolide antibiotics determination in model 

solutions by unmodified CPE at pH 8.0 (EES) and pH 11.98 (AZI, CLA, ROX).  

Parameters 

EES AZI CLA ROX 

I linear 

range 

II linear 

range 

 I linear 

range 

II linear 

range 

I linear 

range 

II linear 

range 

Linear range 

(µg mL-1) 

0.59-

5.60 

5.60-

14.4 

0.15-

2.34 

4.76-

7.41 

7.41-

37.5 
0.99-6.54 

6.54-

23.1 

Intercept (µA) 0.003 0.067 -0.0002 0.004 0.096 0.021 0.200 

Slope (µA mL 

µg-1) 
0.016 0.004 0.158 0.022 0.008 0.060 0.029 

Correlation 

coefficient 
0.996 0.991 0.999 0.994 0.998 0.996 0.999 

LOD (µg mL-1) 0.18 - 0.045 1.43 - 0.30 - 

LOQ (µg mL-1) 0.59 - 0.15 4.76 - 0.99 - 

 

Table 4. Selected analytical parameters of AZI and ROX determination in model solutions by 

AuNPs/CPE at pH 11.98.  

Parameters 

AZI ROX 

 
I linear range II linear range 

Linear range (µg mL-1) 0.15-3.84 0.50-9.09 9.09-37.5 

Intercept (µA) 0.013  0.019 0.488 

Slope (µA mL µg-1 ) 0.194  0.126 0.069 

Correlation coefficient 0.999 0.998 0.998 

LOD (µg mL-1) 0.045 0.15 - 

LOQ (µg mL-1) 0.15 0.50 - 

 

Graphical abstract: 

Highlights: 

 SWV determination of four macrolide antibiotics on CPE  

 Optimized parameters employed on its modification AuNPs/CPE  

 The morphology of  AuNPs/CPE was characterized by SEM 

 First time, AuNPs/CPE was tested in electro analytics of macrolides  
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 A good analytical performance of designed working electrodes  
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